settings in MV mice, and anesthesia depth in SV mice (table S1). To note, blood gases analysis were 50 not performed in D14 mice, and the validity of the experimental protocol has been extrapolated to this 51 group.
53

Respiratory mechanics
54
Special features of the flexiVent ventilator include a continuous monitoring of airway pressures and a 55 precision computer-controlled piston that is capable of accurately measuring the delivered volume
56
(with appropriate corrections for gas compression) and to produce any desired waveform, allowing 57 respiratory mechanics assessment with the forced oscillation technique and pressure-volume curves.
58
Before each mouse was connected to the ventilator, pressure and piston displacement calibration data 59 were collected to correct the respiratory mechanics data. Mice were allowed to stabilize on the 
144
Doublets and triplets were subtracted from cell analysis through a second gate (G2) 
